
Combining CRISPR–Cas12a with terminal
deoxynucleotidyl transferase dependent reporter
elongation for pathogen detection using lateral flow
test strips
Nicole F. Berghuis †, Roos Mars-Groenendijk†, Ruud W. Busker, Armand Paauw and Hans C. van Leeuwen *

Department of CBRN Protection, Netherlands Organization for Applied Scientific Research TNO, 2288 GJ Rijswijk, The Netherlands

*Correspondence address. Department of CBRN Protection, Netherlands Organization for Applied Scientific Research TNO, Lange Kleiweg 137, 2288 GJ Rijswijk, The
Netherlands. Tel: þ31-8-88-66-06-81; E-mail: hans.vanleeuwen@tno.nl
†These authors contributed equally to this work.

Abstract

CRISPR–Cas (CC)-based detection technologies have some exceptional features, which hold the promise of developing into the next-
generation diagnostic platforms. One of these features is the ability to trigger non-specific single-stranded DNA/RNA cleavage activ-
ity after specific target recognition and Cas enzyme activation. This cleavage activity can be visualized either by single-stranded
DNA/RNA fluorescence resonance energy transfer quenching reporters or via lateral flow strips, which separate and detect the
cleaved reporters. In a previous study, we reported coupling CC-cleavage activity with the enzyme terminal deoxynucleotidyl trans-
ferase (TdT) that elongates cleaved ssDNA reporter fragments with dTTP nucleotides. These elongated poly(thymine) tails then act
as scaffolds for the formation of copper nanoparticles which generate a bright fluorescent signal upon UV excitation. In the current
study, we visualize the poly(thymine) tails on lateral flow strips, using different combinations of biotinylated or fluorescein-labeled
nucleotides, various reporters, and capture oligos. One particular approach, using a fluorescein reporter, reached a target sensitivity
of <1 pM and was named Cas activity assay on a strip and was tested using Bacillus anthracis genomic DNA.
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Introduction
DNA/RNA-polymerase enzymes are commonly used in pathogen
identification approaches. These enzymes specifically amplify
the target DNA/RNA in repetitive (thermocycling) steps, which
can then be detected with fluorescent dyes [1] or probes [2]. With
the advent of programmable CRISPR–Cas (CC) enzymes, which
recognize specific DNA/RNA sequences and subsequently acti-
vate inbuilt specific and non-specific DNA/RNA cleavage, another
strategy for pathogen identification is evolving [3–6]. The non-
specific DNA/RNA cleavage activity (also called trans-cleavage) of
CC enzymes can be utilized to generate a measurable and visible
signal. A commonly applied read-out of these CC-tests can be
achieved using Fluorescence Resonance Energy Transfer (FRET)
technique as a reporter method [7, 8]. Here, DNA oligonucleotides
are labeled at one end with a fluorophore and a quencher at the
other end. After CC activation and cleavage, the oligonucleotide
reporter starts to fluoresce, which can be measured in spectro-
fluorometers [9].

A drawback is that the CC-tests must still be used in combina-
tion with DNA/RNA-polymerase target pre-amplification in order
to have clinically relevant detection limits. Current limits of

pathogen detection using this pre-amplified CC-test combination
are reported to be in the femto- to even attomolar range [10, 11].
Depending on the DNA/RNA pre-amplification technique and CC
enzymes used, the three main techniques are named as
SHERLOCK [3], DETECTR [5], and HOLMES [12]. Such pre-
amplification steps, however, reduce the simplicity and increase
the duration of analysis of Cas diagnostic tests. Without pre-
amplification CC-FRET-based detection methods show detection
limits in nano- or even picomolar range [5, 13, 14].

Next to FRET reporters, lateral flow assays (LFAs) provide an
easy-to-use read-out of CC detection assays. LFA is a paper-based
technology offering a quick, easy, and inexpensive detection test
that requires no instruments or electricity. Here, the DNA-
reporter oligonucleotides are labeled with a biotin group on one
end and a fluorophore on the other end. On the paper strip, CC-
cleaved oligonucleotides can be captured with immobilized strep-
tavidin and visualized using conjugated antibodies that recognize
the fluorophore [15]. These CC-LFA combinations might become
powerful tools in point-of-care diagnostics [16].

Instead of using pre-amplification of the DNA/RNA target tem-
plate to increase the substrate activation of CC enzymes, several
techniques amplify the signal during or after template recognition
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by CC [17, 18]. We previously reported a detection assay using a
combination of CRISPR–Cas12a with terminal deoxynucleotidyl
transferase (TdT). TdT is a specialized DNA polymerase that adds
nucleotides to the 30-end of a ssDNA strand without requiring a
template. When specific Cas12a activation and subsequent non-
specific trans-cleavage of a ssDNA reporter has taken place, the
newly formed 30-end can then be extended with deoxythymidine
triphosphate (dTTP) nucleotides and the poly-T tails thus formed vi-
sualized using Copper nanoparticles [19].

TdT in conjunction with Cas12a can also be used to detect ac-
tivity of DNA modifying enzymes such as polynucleotide kinase,
DNA glycosylase, or DNA methylase [20–22]. These DNA
modifying enzymes trigger TdT elongation by generating a free
30-hydroxyl (30-OH) end from specifically designed DNA sequen-
ces that are used as indicators of the enzymatic activity.

Here, we report the use of lateral flow test strips to detect
poly-T tails formed by TdT after pathogen recognition by CRISPR–
Cas12a. In total, we examined six variations recognizing the
poly-T signal for LFA read-out.

Materials and methods
Chemicals/reagents
Engen LbCas12a (#M0653T) and TdT (#M0315L) were obtained
from New England Biolabs (Ipswich, MA, USA) as were the match-
ing CoCl2 (2.5 mM stock) plus TdT buffer (final concentration:
50 mM potassium acetate, 20 mM Tris–acetate, and 10 mM mag-
nesium acetate; pH 7.9). dTTP (ThermoFisher #R0171, Bleiswijk,
The Netherlands). Fluorescein-12-dUTP (Jena Bioscience,
Germany) (#NU-803-FAMX-L). Biotin-16-dUTP (Jena Bioscience,
Germany) (#NU-803-BIO16-S). HybriDetect, Universal LFA Kit
(Milenia Biotec, Gießen Germany). G-25 Sephadex Columns
(Roche, #11273949001). Dideoxycytidine (GE Healthcare, USA)
(#27-2061-01).

Apparatus
SimpliAmp Thermal Cycler (Applied Biosystems). Thermo Mixer
C, ThermoTop, Smartblock PCR 96 (Eppendorf).

Plasmids
The plasmid encoding the partial gene of anthrax lethal factor
[19].

Oligonucleotides
Reporter ssDNA oligonucleotides were ordered from Isogen Life
Sciences (Utrecht, The Netherlands) or from IDT (Leuven,
Belgium).

Blocking of reporters
Blocking of the reporter was performed in a buffer containing 0.4
U/ml TdT, 4 mM ddCTP (GE healthcare), 1� TdT buffer (New
England Biolabs), 0.25 mM CoCl2 (New England Biolabs, provided
with TdT), nuclease-free water (New England Biolabs), and 10 mM
reporter. The total reaction volume used was 50 ml. The mixtures
were subsequently incubated at 37�C for 3 h and heat inactivated
at 70�C for 15 min. Afterward the reactions were filtered with G25
columns (Roche) according to the manufacturer’s instructions.
The total end concentration of the reporter was calculated via
the dilution factor (end concentration ¼ (original reaction volume
(50 ml) � original concentration (20 mM))/end volume). Afterward
the blocked reporters were checked for remaining 30-OH ends by
performing an elongation reaction with TdT and dTTP nucleoti-
des. This reaction contained 1� TdT buffer (New England
Biolabs), 0.25 mM CoCl2 (New England Biolabs, provided with
TdT), 0.4 U/ml TdT, 4 mM dTTP (ThermoFisher), and 300 nM
reporter. The final end volume was 50 ml. The samples were
subsequently incubated at 37�C for 1 h and heat inactivated
15 min at 70�C.

In vitro Cas12a activation and elongation of 30-OH
ends into poly-T tails by TdT
Cas12a activation and TdT elongation were performed in one
step containing 50 nM LbCas12a (New England Biolabs), 62.5 nM
crRNA2, 300 nM blocked reporter (as indicated in text, e.g. F20C),
plasmid (concentration indicated in figures), 1� TdT buffer,
0.25 mM CoCl2 (New England Biolabs), 0.4 U/ml TdT (New England
Biolabs), 4 mM dTTP, and F-dUTP (1 lM) or B-dUTP (1 lM) (as
indicated). The final volume was 100 ml. The samples were
subsequently incubated at 25� or 37�C for 30 min and heat inacti-
vated by incubation at 70�C for 15 min or via addition of 20 mM
EDTA final concentration before adding to the lateral flow stick.

Lateral flow detection reactions
The biotin- and fluorescein-labeled reporter samples (10 ml) were
applied to the sample pad of the HybriDetect lateral flow stick
(Milenia Biotec). The HybriDetect lateral flow stick was inserted
directly into the HybriDetect assay buffer (Milenia Biotec, 80 ml) in
an upright position and incubated for 15 min at room tempera-
ture (RT) before inspection. The sticks were then taken out of the
buffer and photographed.

To EDTA-inactivated samples, biotin-polyA-oligo (300 nM end
concentration) was added simultaneously and samples were in-
cubated for 5 min on the bench. The pad of the HybriDetect lat-
eral flow stick (Milenia Biotec) was inserted directly into the tube

Name Type Sequence

10C blocked
reporter

Reporter 50-C¼C¼CCCCCCCC-PO3-30

Biotin 10C
blocked
reporter

Reporter 50-Biotin-C¼C¼CCCCCCCC
PO3-30

F6C Reporter 50-Fluorescein-C¼C¼CCCC-
PO3-30

F8C Reporter 50-Fluorescein-C¼C¼CCCCC-
PO3-30

F10C Reporter 50-Fluorescein-
C¼C¼CCCCCCCC-PO3-30

F12C Reporter 50-Fluorescein-
C¼C¼CCCCCCCCCC-PO3-30

(continued)

Name Type Sequence

F20C Reporter 50-Fluorescein-
C¼C¼CCCCCCCCCCCCCCCC-
CC-PO3-30

Biotin-Poly-A Capture 50-Biotin-CCC CCA AAA AAA AAA
AAA AAA AAA AAA AAA AAA
AAA AAA AAA AAA AAA AAA
AAA A-30

FAM-Poly-A Visualization 50-AAAAAAAAAA-30 fluorescein
crRNA 2 crRNA 50-UAA UUU CUA CUA AGU GUA

GAU UGC ACC GGA AGC UUU
UAA UUA C-30 [19]

‘¼’ indicates phosphorothioate backbone and PO3 indicates a phosphate group.
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containing the complete reaction. The dipstick was incubated for
15 min at RT before inspection. The strips were then removed
and photographed.

Bacillus anthracis bacterial cells and DNA isolation
Bacillus anthracis (str. Vollum) was cultured on blood agar (BA)
plates and incubated for 2 days at 35�C and 5% CO2. Ten colonies
were suspended in 1 ml demi water and by plating 1/10th the
number of colony forming units was determined. Bacteria were
heat inactivated for 1 h at 95�C. DNA was isolated using the
Qiaamp DNA Micro Kit (Qiagen, cat no: 56304). The inactivation
of B. anthracis was checked and confirmed by plating 1/10th of the
isolated DNA on BA plates and incubation for 14 days at 35�C and
5% CO2. DNA quantification was performed by absorbance meas-
urements at 260 nm using a NanoDrop instrument (Westburg).
For mass-to-mole conversion, a genome length of 5.5 million
basepairs was used (Genbank, NZ_CP007664.1, NZ_CP007665.1,
and NZ_CP007666.1).

Results
Design and testing of lateral flow strips for poly-T
capture
The principle underpinning the Cas Activity Assay oN a STRIP
(CANSTRIP) CC assay is that upon Cas activation (i.e. after target
pathogen DNA recognition), CRISPR–Cas12a trans-cleavage of a
blocked reporter-oligonucleotide creates free 30-OH ends, which
are subsequently elongated into poly-thymine tails by TdT using
only dTTP nucleotides supplied (Fig. 1a and Supplementary Fig.
S1). To detect and visualize these poly-T tails on lateral flow
strips, we use the capillary flow of strips coated with a streptavi-
din biotin-ligand line and an antibody capture line. Therefore,
the newly formed T-tails must be labeled, directly or indirectly,
with fluorescein as well as biotin to capture and visualize the T-
tails at the streptavidin test line (see example in Fig. 1c). The 30-
blocked reporter oligonucleotides can be labeled at the 50-end
with either a fluorescein or a biotin group (Fig. 1b). Adding the
second label can be achieved by including labeled nucleotides
containing fluorescein or biotin, such as fluorescein-12-dUTP or
biotin-16-dUTP, which are additionally incorporated by TdT dur-
ing poly-T tail synthesis (Fig. 1b). As an alternative to biotin cou-
pled to the reporter or biotin addition via TdT-incorporated
nucleotides, the poly-T tails can be captured via hybridization to
a biotinylated adenine polymer (see Fig. 2, methods 5 and 6).
Similarly, the fluorescein label can be added via hybridization us-
ing a fluorescein-labeled adenine decamer (see Fig. 2, methods 3
and 4). Overall, six different approaches, numbered 1–6, were
designed (Fig. 2, top) and subsequently tested (see Fig. 2, bottom)
to select the most promising option which was then chosen for
more in-depth development. As target DNA, purified Bacillus
anthracis plasmid DNA containing the lef gene (lethal factor) was
used [19].

As a first approach, in addition to the dTTP nucleotide, a
fluorescein-12 labeled deoxyuridine triphosphate analog (TF) is
included as a substrate for TdT (method 1, Fig. 2). This labeled
analog can be directly recognized by the anti-FITC antibody.
Thus, the formed poly-T tails contain intermittent fluorescein
groups, depending on the dTTP:F-dUTP molar ratio. Capture is
done with a biotin coupled to the 50-end of the reporter.
Unexpectedly, when the poly(T/TF) reaction was run on an LFA
strip, no signal was observed at the test-line (Supplementary Fig.
S2). The amount of F-dUTP used in this 100 ml reaction is 0.1 nmol
(ratio dTTP:F-dUTP¼ 4000:1), which is in excess compared with

the available anti-FITC antibody (<1 pmol binding). Free, non-
incorporated F-dUTP will bind the anti-FITC antibody and com-
pete for antibody binding with F-dUTP incorporated in the poly-T
tails. We therefore applied a Sephadex G-25 spin-column
designed to remove free nucleotides from DNA labeling reactions
(see M&M). Removal of these free nucleotides indeed resulted in
a clear signal at the test-line (Supplementary Fig. S2). Using this
approach, titration of the target plasmid, containing the anthrax
lef gene showed that the detection limit of this target template is
close to 10 pM (method 1, Fig. 2).

In the second approach, when in addition to the dTTP nucleo-
tide, biotinylated-dUTP (TB) nucleotides are used and the fluores-
cein label has to be coupled to the reporter (method 2, Fig. 2). As
for the previous method, a Sephadex spin-column has to be ap-
plied to remove unincorporated nucleotides (data not shown).
This approach with biotinylated dTTPs demonstrated low sensi-
tivity of approximately 100 pM (method 2, Fig. 2).

Since the previous strategy showed that free unincorporated
F-dUTP nucleotides interfere with the signal, we opted for a third
approach using 50-fluorescein labeled adenine decamer oligonu-
cleotides which anneals directly to the biotinylated reporter poly-
T tail (method 3, Fig. 2). Fluorescein adenine decamers can be
used at the threshold of fluorescein antibodies, thereby obtaining
a maximal signal. The results show that the detection limit for
this approach is 10 pM (method 3, Fig. 2).

As the fourth approach, we used the 50-fluorescein-labeled ad-
enine decamer oligonucleotides to anneal to the reporter poly-T
tails but by the use of biotinylated nucleotides plus spin-column,
a low detection limit of 100 pM is observed (method 4, Fig. 2).

The fifth and sixth approaches use immobilization at the
streptavidin-line by annealing the poly-T tail to a complementary
50-biotinylated poly-adenine oligonucleotide. The annealed du-
plex strand can thus be captured at the test-line. Visualization
requires addition of fluorescein nucleotides plus Sephadex spin
column (method 5, Fig. 2) or use of fluoresceinated reporter
(method 6, Fig. 2). Method 5 showed a threshold of detection of 10
pM but the combination of fluorescein-coupled reporter and
biotin-poly-A capture (method 6, Fig.2) achieved the highest sen-
sitivity of 1 pM and was therefore further explored. This last
method was termed CANSTRIP (Cas activity Assay oN a STRIP).
Of note, the total binding capacity of fluorescein antibody on a
LFA strip, according to the manufacturer, is approximately
1 pmol and biotin binding capacity of immobilized streptavidin is
5 pmol. We use 3 pmol fluorescein reporter, biotinylated reporter,
or fluorescein-adenine decamers which is at its capacity to oc-
cupy all fluorescein with a gold-labeled antibody and below bio-
tin binding capacity to ensure complete capture.

Reporter composition and length
The reporter used in the CANSTRIP assay described above con-
sists of 10 consecutive cytidine nucleotides with a 50-fluorescein,
a 30-PO3, and a phosphorothioate backbone at positions 2 and 3.
Poly-C was selected as previously was shown that Cas12a cleaved
a poly-C reporter with the highest efficiency [23]. The presence of
phosphorothioate groups in oligodeoxynucleotides stabilizes
such compounds against degradation by nucleases including
Cas12a cleavage [24]. Cas12a cleavage between position C1–C2 or
C2–C3 is unwanted because the minimum primer length for effi-
cient initiation and elongation by TdT is a trideoxynucleotide
[25]. In addition, trans-cleavage by Cas12a typically leaves 2-nt
from the 30-end [6]. Therefore, the 10-nt cytidine reporter only
contains 6 inter-nt linkages available for Cas12a cleavage and
subsequent elongation. We therefore tested how, shorter (6- and
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Figure 1: A general schematic of the CRISPR–Cas12a and TdT generated poly-thymidine detection assay on lateral flow strips. (a) Reaction consisting of
activated Cas12a after pathogen recognition, blocked single-stranded DNA reporter cleavage by activated Cas12a, generation of 30-OH ends (blue) and
subsequent poly-T tail formation by TdT enzyme (green). dTTP ¼ 20-deoxythymidine 50-triphosphate. ‘¼’ indicates phosphorothioate nucleotide
backbone. (b) Reporters tested are 50-labeled with either fluorescein (red) or biotin (dark blue) and/or with incorporated fluorescein/biotin labeled
nucleotides. TF, fluorescein-12-dUTP; TB, biotin-16-dUTP. (c) LFA for the detection of labeled poly-T tails. The sample application area of the strip
contains gold-labeled fluorescein-specific antibodies. The complexes travel through the membrane, driven by capillary flow. Biotinylated or
fluoresceinated reporters are captured at the streptavidin line and visualized by antibodies binding to fluorescein incorporated in the poly-T tails.
Immobilized gold particles generate a dark band over time. Unbound gold-labeled antibodies migrate over to the control line and will be captured by
specific antibodies. b, biotin; F, fluorescein. (A color version of this figure appears in the online version of this article.)
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8-nt) and longer (12- and 20-nt) reporters would perform in the
CANSTRIP assay (Fig. 3). This experiment shows that reporters
smaller than 8 nt exhibit reduced sensitivity in the CANSTRIP as-
say. Increasing reporter length from 10- to 12-nt showed no in-
creased sensitivity. However, the signal intensity of the 20-nt
poly-C reporter is slightly higher and therefore used in subse-
quent experiments. This 20-nt reporter was further tested at

concentration below 1 pM, which showed an even lower detec-

tion limit of 0.5–0.25 pM (Supplementary Fig. S3).

Reaction time and temperature
In the CANSTRIP reaction with enzymes TdT and Cas12a, there is

a continuous formation and cleavage of poly-T tails. The elon-

gated reporter oligo carries a 50-fluorescein enabling antibody

Figure 2: Six different LFA strategies tested to detect poly-T tails formed by activated Cas12a and TdT. (Top) Schematic of reporter-poly-T capture at
streptavidin test-line. b, biotin (blue); -PO3, blocked 30-end; F, fluorescein (red); T-F, fluorescein-dUTP; T-b, biotin-dUTP; A, adenine; T, thymine; C, cytidine.
Reporter oligo in orange. (Bottom) Results of poly-T capture lateral flow strip assay corresponding to above schematic. Indicated above each strip the amount in
picomolar target ALF plasmid DNA. C, control line; T, test-line; LoD, limit of detection. (A color version of this figure appears in the online version of this article.)

Figure 3: Effect of poly-cytidine reporter length on DNA target pathogen detection sensitivity measured on CANSTRIP LFA. Indicated above each strip is
the amount in picomolar target ALF plasmid DNA. F, fluorescein. Indicated below strips is the number of consecutive cytidines. C, control line; T, test-
line.
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binding and visualization. Unfortunately, a second Cas12a cleav-
age of the generated poly-T tail will result in loss of this fluores-
cein group in the cleaved off product which will still bind to the
capture poly-A50 anchor and compete for binding with the fluo-
rescein containing reporter. We aimed to reduce cleavage of the
poly-T by shortening the incubation time and reducing the

incubation temperature (Fig. 4, top). This experiment showed
that incubation time can be reduced to 30 min at 37�C with a
clear detectable signal at 1 pM (Fig. 4, middle). Incubation at RT
did lead to some loss of signal intensity compared with 37�C
resulting in somewhat lower sensitivity and a weak ambiguous
signal at 1 pM (Fig. 4, bottom).

Figure 4: Effect of incubation time and temperature on DNA target detection sensitivity measured using CANSTRIP LFA. (Top) Schematic of
experiment. (Bottom) Results of poly-T capture LFA. Indicated above each strip is the amount in picomolar target ALF plasmid DNA. The incubation
time is indicated above each panel of three strips. C, control line; T, test-line.
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DNA detection of genomic DNA isolated from B.
anthracis vegetative cells
The optimal CANSTRIP reaction (method 6) was tested on com-
plete genomic DNA isolated from cultured B. anthracis strain
Vollum cells. The concentration tested, 0.2 pM, corresponding to
10 � 106 cells, resulted in weak but clear signal (Fig. 5), showing
that this quantity is suitable for detection using the CANSTRIP
method.

Discussion
In this proof-of-principle study, we have demonstrated that sen-
sitive pathogen DNA detection on a lateral-flow strip using
CRISPR–Cas12a in combination with TdT-generated poly-T tails
is feasible. Six different approaches have been designed and com-
pared, which resulted in selection and optimization of the most
sensitive method. This optimal procedure, named CANSTRIP, can
be performed in 30 min reaction time and a 5-min lateral flow as-
say reaching a 0.5-pM sensitivity.

This CANSTRIP method (method 6), using biotin-poly-adenine
capturing of the poly-T tails, outperformed the other tested
approaches, and has several additional advantages. Methods 1, 2,
4 and 5 (Fig. 2) make use of labeled nucleotides which first need
to be removed to avoid competition in binding to the fluorescein
antibody or streptavidin test line. Having to remove nucleotides
using centrifuge-, or even gravity-, spin columns is neither practi-
cal nor feasible for a point-of-care test. In a laboratory setting,
the use of labeled nucleotides could potentially be useful, pro-
vided that much higher concentrations of fluoresceinated- or bio-
tinylated nucleotides will boost the current signal intensity and
sensitivity.

Reporters with a 50-biotin or a 50-fluorescein label (methods 1,
2, 3 and 6, Fig. 2) have the advantage that these are not hindered
by a background signal. Background noise can be caused by en-
dogenous free 30-OH ends in the biological sample giving rise to
unwanted poly-T tails as might occur with unlabeled reporter

capture approaches (methods 4 and 5, Fig. 2). In contrast, the 50-
labeled reporters are hampered by a second cut by Cas12a of the
poly-T tail which will result in the loss of the fluorescent or biotin
signal in the fragment cleaved off. The rate of TdT-oligo elonga-
tion is variable depending on initiator, nucleotides, concentra-
tions, buffer conditions, and temperature but typically 2–3 nt are
being incorporated per second [26]. Cas12a trans-cleavage kinetic
parameters are calculated at 0.1–0.4 cleavages per second
[23, 27], which suggests that poly-T tail synthesis rate is faster
than cleavage. Moreover, the pool of reporter molecules of
300 nM used in this approach will exceed the number of T-tails at
the start of the reaction suggesting that these will be initially
cleaved more often than the poly-T tails formed later on in the
reaction.

The six approaches tested in this study could be optimized
even further by combining methods provided that these do not
compete which each other, e.g. adding fluorescein-dUTP to fluo-
rescein reporter (method 2) or adding biotin-dUTP to biotinylated
reporter (method 1). Combined approaches will be subject of
further studies.

Lateral flow immune assays using antibody–antigen recogni-
tion are a well-established platform for point-of-care testing due
to its low cost and user friendliness [28]. The cost of the materials
and reagents used in a CANSTRIP reaction, at one-time purchase,
is around 7 euros, and probably much less if this is done on a
large scale. A major advantage of CC-LFA-based tests is their
short development time eliminating the need for producing
immuno-LFA-specific monoclonal antibodies.

CC-dependent LFA tests could become a great addition to the
assortment point-of-care testing, especially because target design
using pathogen-specific crRNAs will only take days compared
with month creating specific antibodies.

CC-LFA assays hold a promising prospect for quick production
and execution as point-of-care tests. The CANSTRIP CC-LFA does
not use pre-amplification of the target DNA and consequently
does not match the extreme high sensitivity of approaches that
do, but further improvements in sensitivity can make this a use-
ful addition to the arsenal of CC tests.

Supplementary data
Supplementary data is available at Biology Methods and Protocols
online.

Acknowledgements
We would like to thank Angelo van Booma, Hugo-Jan Jansen, and
Carina Nieuwenweg for their critical reviews of the manuscript.
We would also like to thank Ingrid Voskamp for growing B.
anthracis cells.

Author contributions
N.F.B. and H.C.v.L. conceived and designed the experiments.
N.F.B. and R.M.-G. performed the experiments. H.C.v.L. wrote the
article, with input from R.W.B. and A.P.

Funding
This work was supported by the Dutch Ministry of Defence [grant
numbers V2207 and RVO 4700] and Ministry of Economic Affairs
ERP grant Pandemic Preparedness.

Figure 5: CANSTRIP LFA testing isolated genomic DNA from Bacillus
anthracis cells. (Left) 0.2 pM genomic DNA corresponding to 10 � 106

genome copies. (Right) 0 is no cells control.

Berghuis et al. | 7

D
ow

nloaded from
 https://academ

ic.oup.com
/biom

ethods/article/7/1/bpac015/6650691 by guest on 08 Septem
ber 2022

https://academic.oup.com/biomethods/article-lookup/doi/10.1093/biomethods/bpac015#supplementary-data


Conflict of interest statement
H.C.v.L. reports a patent ‘Nucleic acid fluorescence detection’
(patent application number WO2021177833A1).

References
1. Yan L, Zhou J, Zheng Y et al. Isothermal amplified detection of

DNA and RNA. Mol Biosyst 2014;10:970–1003.

2. Bustin S, Huggett J. qPCR primer design revisited. Biomol Detect

Quantif 2017;14:19–28.

3. Gootenberg JS, Abudayyeh OO, Lee JW et al. Nucleic acid detec-

tion with CRISPR–Cas13a/C2C2. Science 2017;356:438–42.

4. Abudayyeh OO, Gootenberg JS, Konermann S et al. C2C2 is a

single-component programmable RNA-guided RNA-targeting

CRISPR effector. Science 2016;353:aaf5573.

5. Chen JS, Ma E, Harrington LB et al. CRISPR–Cas12a target binding

unleashes indiscriminate single-stranded DNase activity.

Science 2018;360:436–9.

6. Li SY, Cheng QX, Liu JK et al. CRISPR–Cas12a has both cis- and trans-

cleavage activities on single-stranded DNA. Cell Res 2018;28:491–3.

7. Wang SY, Du YC, Wang DX et al. Signal amplification and output

of CRISPR/Cas-based biosensing systems: a review. Anal Chim

Acta 2021;1185:338882.

8. Feng W, Newbigging AM, Tao J et al. CRISPR technology incorpo-

rating amplification strategies: molecular assays for nucleic

acids, proteins, and small molecules. Chem Sci 2021;12:4683–98.

9. Cheng X, Yan Y, Chen X et al. CRISPR/Cas12a-modulated fluores-

cence resonance energy transfer with nanomaterials for nucleic

acid sensing. Sensors Actuat B Chem 2021;331:129458.

10. Li Y, Li S, Wang J et al. CRISPR/Cas systems towards Next-

Generation Biosensing. Trends Biotechnol 2019;37:730–43.

11. Broughton JP, Deng X, Yu G et al. CRISPR–Cas12-based detection

of SARS-CoV-2. Nat Biotechnol 2020;38:870–4.

12. Li SY, Cheng QX, Li XY et al. CRISPR–Cas12a-assisted nucleic

acid detection. Cell Discov 2018;4:20–4.

13. Gootenberg JS, Abudayyeh OO, Kellner MJ et al. Multiplexed and

portable nucleic acid detection platform with Cas13, Cas12a

and Csm6. Science 2018;360:439–44.

14. Li Y, Liu L, Liu G. CRISPR/Cas multiplexed biosensing: a challenge

or an insurmountable obstacle? Trends Biotechnol 2019;37:792–5.

15. Wang X, Ji P, Fan H et al. CRISPR/Cas12a technology combined

with immunochromatographic strips for portable detection of

African swine fever virus. Commun Biol 2020;3:1–8.

16. van Dongen JE, Berendsen JTW, Steenbergen RDM et al. Point-of-

care CRISPR/Cas nucleic acid detection: recent advances, chal-

lenges and opportunities. Biosens Bioelectron 2020;166:112445.

17. Yang Y, Liu J, Zhou X. A CRISPR-based and post-amplification

coupled SARS-CoV-2 detection with a portable evanescent wave

biosensor. Biosens Bioelectron 2021;190:113418.

18. Zhou W, Hu L, Ying L et al. A CRISPR–Cas9-triggered strand dis-

placement amplification method for ultrasensitive DNA detec-

tion. Nat Commun 2018;9:1–11.

19. Bogers JFM, Berghuis NF, Busker RW et al. Bright fluorescent nu-

cleic acid detection with CRISPR–Cas12a and poly(thymine)

templated copper nanoparticles. Biol Methods Protoc 2021;6:1–7.

20. Du YC, Wang SY, Wang YX et al. Terminal deoxynucleotidyl

transferase combined CRISPR–Cas12a amplification strategy for

ultrasensitive detection of uracil-DNA glycosylase with zero

background. Biosens Bioelectron 2021;171:112734.

21. Chen X, Cao G, Wang X et al. Terminal deoxynucleotidyl trans-

ferase induced activators to unlock the trans-cleavage of

CRISPR/Cpf 1 (TdT-IU-CRISPR/Cpf 1): an ultrasensitive biosen-

sor for Dam MTase activity detection. Biosens Bioelectron 2020;

163:112271.

22. Zhang X, Zheng C, Ding L et al. CRISPR–Cas12a coupled with ter-

minal deoxynucleotidyl transferase mediated isothermal am-

plification for sensitive detection of polynucleotide kinase

activity. Sensors Actuat B Chem 2021;330:129317.

23. Lv H, Wang JJ, Zhang J et al. Definition of CRISPR–Cas12a trans-

cleavage units to facilitate CRISPR diagnostics. Front Microbiol

2021;12:1–8.

24. Gong J, Kan L, Zhang X et al. An enhanced method for nucleic

acid detection with CRISPR–Cas12a using phosphorothioate

modified primers and optimized gold-nanopaticle strip. Bioact

Mater 2021;6:4580–90.

25. Tjong V, Yu H, Hucknall A et al. Amplified on-chip fluorescence

detection of DNA hybridization by surface-initiated enzymatic

polymerization. Anal Chem 2011;83:5153–9.
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